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To get started, please follow these easy steps:
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1 Equipment Identi�cation

2 Download the OEICore App
onto the Tablet

Simulator

Battery Pack
and Charger

2-Way
Communication

Hand Pump 
(for blood)

1 Instructor Tablet
1 Patient Monitor Tablet

+ Turn on the tablet and select an available WiFi
network

+ Download the OEI Core application from the
iOS or iPadOS App store or Mac OS App store

+ Go to the tablet’s WiFi settings and disconnect
the WiFi network you used to download the
application

3 Charge Battery

+  Follow the instructions for charging the batteries
using the battery charger and thermostat in the
accompanying thermostat module user manual.

+ Charge the batteries six (6) to eight (8) hours
(or overnight).

https://operativeexperience.com/wp-content/uploads/2024/07/OEI-Thermostat-Module-Operating-InstructionsPRINT-FINAL.pdf
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9 Select the Simulator
+ Locate the simulator from the list of Available 

Simulators.

+ Click Connect.

The application connects to the simulator and the
Instructor Home appears.

10 Select a Scenario
+ Select a scenario from the list of available

pre-programmed scenarios

+ Standard Soldier is a non-programmed setting for
instructor driven scenarios

+ Click the green Go button
The application connects to the selected scenario
and the instructor control screen appears.

11 Begin Simulation
+ Press the Play button on the Instructor control

screen to begin the simulation.

See full user manual at operativeexperience.com/support
for detailed instructions

3

12 Patient Monitor Tablet
+ Note: You must be running a Realiti 360 Monitor 

license on the same network as the simulator to be 
able to select a patient monitor (ask your sales rep 
for details).

+ Open the OEI Core app on the patient monitor tablet

+ Select the Settings menu

+ Select a patent monitor from the list of available monitors

+ The patient monitor
will launch
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13 Powering O�

+ Stop Simulation by pressing the
Stop button on the Instructor
Interface.

+ Power o� simulator by pressing the
Power Button on the right shoulder.
The illuminated light �ashes until
the unit automatically powers o�.

14 Storage and Transportation
+ Simulators are ruggedized and can be stored and

transported in a variety of ways as long as as their
environment falls within the following conditions:
• Storage Temperature -14 to 140 F (-25 to 60 C)

• Ambient Pressure 10 to 15 Psi, which is the
equivalent of -10 Mts below sea level to 2000 Mts
above sea level @25 C

• Humidity 0 to 80%

+ Always completely remove all �uids and
disconnect the batteries before storing or
transporting the simulator.

Questions and Support
For in-depth answers on how to use your simulator consult the User Manual downloadable from the OEI Core App welcome 
screen or from the website at help.operativeexperience.com

If you need personal assistance with your simulator, contact us at
Phone: (410) 287-5748
Web: help.operativeexperience.com

operativeexperience.com  |  1007 Old Philadelphia Road, Bldg 1B, Suite 300  |   Aberdeen, MD 21001  |  410-287-5748    © 2026 Operative Experience, Inc.




